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Phase-sensitive detection (PSD) is an important experimental technique that allows signals to 
be extracted from noisy data. PSD is also used in modulation spectroscopy and is used in the 
stabilization of optical sources. Commercial lock-in amplifiers that use PSD are often expensive and 
host a bewildering array of controls that may intimidate a novice user. Low-cost microcontrollers 
such as the Arduino family of devices seem like a good match for learning about PSD; however, 
making a self-contained device (reference signal, voltage input, mixing, filtering, and display) is 
difficult, but in the end the project teaches students “tricks” to turn the Arduino into a true 
scientific instrument. 
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FIG. 1. Block diagram of a traditional PSD. Vi and Vr are the input and reference voltages respectively. LPF is a low-pass 
filter and A is an amplifier. A phase-shifter is shown after 14, but this and the amplifier are not used in this project. See the 
text for more details. 


I. INTRODUCTION 

Lock-in amplification and phase-sensitive detection are important techniques in experimental physics, se^^^ for 
pedagogical uses of these techniques. Commerical devices are expensive and can be intimidating for new users. 
Building a home-made instrument can be instructive however, doing so requires advanced electronics skills that a 
student may not already have, putting the emphasis on the electronics and not the method. Conversely, it is possible 
to perform the mixing and hltering on a computer using a computer’s sound card or other low-cost data acquisition 
devices to handle the input and output, see for instanc^, but in the author’s experience computer driver issues often 
get in the way of relatively easy implementation. 

In this paper I describe a PSD that uses the popular Arduino microcontroller and the Processing programming 
environmenlP. The major design goal was to make the device as self-contained as possible, a task made difficult by the 
memory and hardware constraints of a typical microcontroller. While these devices are fantastic for controlling robots 
and basic data-logging, turning them into scientific instruments requires techniques that go beyond what is normally 
found in the literature. An added benefit is that these techniques can be used to build other types of instrumentation 
such as function generators and fast DMMs out of a low-cost microcontroller that typically only cost a few tens of 
dollars. 


II. ARDUINO 

Arduinc!^ is a catch-all term for a family of open-source hardware based on Atmel micro-controllers with a pre- 
loaded bootloader so that instead of programming the Arduino with the more difficult, but more powerful, AVR 
instruction set, users can program with a C“'"^-like language. Programming and communication can be done via USB 
or through a set of on-board communication pins. There have been sixteen different Arduino-labeled boards produced 
to date, each of which has its own unique hardware and memory specihcations. In this paper, the Uno R3 is used, 
simply because it was what was on hand and is one of the cheaper and more basic Arduinos. The heart of the Uno R3 
is the Atmel ATmega328 microcontroller!^. The Uno R3 has 14 digital input/output pins, six of which provide Pulse 
Width Modulation (PWM) output. It also has six analog inputs, and an on-board 16MHz oscillator. The ATmega 
328 has 32kB of Flash memory to store programs, and 2kB of SRAM for variable storage. The program given in this 
paper is easily stored in the Flash memory, but the limited SRAM places severe restrictions on the amount of data 
that can be taken and manipulated on-board the Arduino. 


III. PHASE SENSITIVE DETECTION 

A block diagram for phase-sensitive detection is shown in Fig. The input stage of a PSD consists of two signals, 
the input of interest and the reference signal. Typically, these two signals are oscillating at the same frequency, but 
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in the derivations to follow this will only be enforced at the end. After the signals are acquired, the input signal may 
be amplified and filtered. After the input stage comes the mixing stage where the input and reference signals are 
combined. There are a number of ways of doing this, but in this implementation the signals will simply be multiplied. 
Finally, the output of the mixing stage is heavily filtered by a low-pass filter. Once again this can be done using 
analog circuitry, but here it will be done mathematically. 


A. Generic Phase Sensitive Detection 

Let us assume that the input signal Vi and the reference are given by 


Vi = Vi + Vi sin (u!si - (f^s), 

Vr = V2 sin — (j)r) , (1) 

A DC offset is included with Vi because Arduino, like most microcontrollers, only input or output positive voltage; 
therefore the Arduino outputs an offset reference voltage. This offset is removed during mixing, so Vr is centered on 
zero in what follows. Upon multiplication of the two signals in Eq. and making use of a trig identity, the output of 
the mixing stage Vmix is 


V1V2 

Knix = U 1 V 2 sin {uj 2 t - (j)2) H - [(^2 - Wi) t - {4>2 - (t>i)\ - COS [(^2 {(j )2 + (/>i)]} (2) 

At this stage Eq. is nothing more than what we find in heterodyne detection in radio and optical engineering. 
The power of coherent detection is that small signals get amplified by a larger local oscillator signal is evident in 
Eq.|3 Upon mixing of the two signals there are contributions to the signal at the original frequencies and at the 
sum and difference frequencies. This is the heart of PSD; the output filter is set to reject all frequencies other than 
the difference frequency of the inputs. Furthermore, if U and Vr are made to oscillate at the same frequency before 
entering the PSD, the output Vo of the PSD simply depends on the phase difference between the two signals 


W2 

Vo = cos (^o - ^ 1 ). (3) 

The final effect of this filtering is to move our output from uji ^2 to DC. The stronger the filtering, the more noise 
is rejected and the signal-to-noise increases. However, in effect, the PSD is performing signal averaging, so with each 
factor of two increase in the signal-to-noise, the collection time increases by a factor of four. The other disadvantage 
of PSD is that by making the measurements at DC we are placing our signal where 1// noise dominateJi^. Once 
again we can see similarities with homodyne detection, and even though we have added no active amplification, the 
presence of a strong local oscillator can boost a weak experimental signal. 


IV. IMPLEMENTATION 

As stated in Sec. [Tj the ultimate goal of this project was to make the project as self-contained as possible. It would 
need only a computer for display, the Arduino, and as few passive circuit components as possible. These turned 
out to be fairly severe constraints and required some exploits that are not commonly presented in introductions to 
microcontrollers. The structure of this section is to discuss the implementation of each of the sub-systems shown in 
Fig.[T} Briefly, and following Fig. the Arduino synthesizes a sine wave output from a wavetable. As the output 
is updated from the wavetable, the input signal is quickly read. Finally after the Arduino has cycled through the 
complete wavetable, mixing is performed mathematically onboard the Arduino, and the resulting waveforms are sent 
to the host computer running Processing for filtering and display. 


A. Creating a Reference Signal 

Creating the reference signal is in many ways the most significant constraint on the project. The Arduino does not 
have a true analog output. The only way to approximate an analog signal is to use PWM with a low pass filter circuit 
on the output to smooth things out. Additional tricks are needed to generate something resembling a sine wave. 
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FIG. 2. All the steps through the mixing of the signals are done on the Arduino. The filtering and displaying are done in a 
Processing sketch. 


To generate a reference signal under these limitations a technique sometimes called “bit-banging”E3 is employed. 
Bit-banging takes advantage of the timers on the Arduino and PWM. In PWM, the duty-cycle (ratio of ‘on’ to ‘off’ 
times) of a square wave is modulated. The greater the duty-cycle, the longer the PWM pin on the Arduino is held 
HIGH. Integrating that square-wave produces a DC voltage that increases with the duty-cycle. The final step is to 
rapidly change this DC voltage so that the desired waveform, in this case a sine-wave, is synthesized. 

This paper will only briefly sketch the relevant idea. For detailSjrefer to the comments in the source code for 
this project, the “bit-banging” paperl^i^, or the ATmega328 datasheelP. This technique relies on two counters on the 
Arduino. Timer 1, TCNTl, is a 16-bit timer/counter that is configured as an 8-bit counter. TCNTl runs at the full 
Arduino clock frequency, 16MHz, and produces the PWM output signal. Timer 2, TCNT2, runs slower than TCNTl 
by a factor of eight, and is used to step through the pre-generated wavetable. 

Output Compare Registers (OCRnA) set a flag when the value of TCNTn matches OCRnA. When the OCRnA flag 
is set each timer can exhibit different behavior depending on how the Arduino is programmed. When the OCRIAL 
flag is set, the PWM pin is made to go low, but TCNTl keeps incrementing until it overflows. At which point TCNTl 
starts counting again, the PWM pin goes high again, and OCRILA is reset. So changing the value of OCRIAL 
determines the duty-cycle of the PWM signal and consequently the DC voltage that is used to construct lA- The 
pre-programmed wavetable for Vr is what updates OCRIAL. To do this TCNT2, running eight times slower than 
TCNTl, updates OCRIAL with the next value from the wavetable upon reaching OCR2A. OCR2A is pre-set in the 
Arduino in the code such that the frequency of W is given by: 

, rateofTCNT2 

fr = -. (4) 

OCR2A X wavetable length 

When TCNT2 reaches OCR2A, an interrupt is called which does two things, update OCRIAL to the next value of 
the wavetable and get an input voltage for the ADC. The last step in generating Vj. is to place a simple low-pass RC 
filter on the PWM pin to get a smooth sine-wave. 


B. Getting the signal in 


The Arduino ADC is a 10-bit successive approximation circuit connected to an 8-channel multiplexer. The mea¬ 
surements are single-ended and normally referenced to a I.IV on-board reference voltage, although it is possible to 
use an external reference voltage. Because interrupts are used to create an analog output for the reference signal, it 
is important to ensure that anything that happens during the interrupt is quick, which is why in Fig. the data is 
sent for filtering after the wavetable has been completely cycled through. Serial calls are slow. 

According to ATMEL the ultimate sampling rate for single-ended measurements is limited by the ADC clock speed. 
The ADC clock speed is derived from the main system clock, and for maximum resolution should be between 50kHz 
and 200kHz, however, for purposes of this project satisfactory resolution and accuracy are obtained by setting the 
ADC clock to a speed of IMHz. The successive approximation circuit requires 13 clock cycles, giving a sampling rate 
of 77kHii^, which is much faster than this project needs. 
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FIG. 3. The “bit-banging” technique requires a slow counter a), a fast counter b), and a pulse-width modulated signal c). The 
dashed line in a) represents OCR2A, the counter value that calls the necessary interupt to update OCRIA and read in the 
input voltage for mixing. The dashed line b) represents the changing OCRIA, which sets the duty-cycle for the PWM. The 
reference signal that modulates the experiment is the output of a low-pass RC-circuit with c) as the input. 


C. Phase shifts and mixing 

Since the values of the reference signal are pre loaded into the Arduino memory, changing the phase while data is 
being taken is difficult. Often, however, the ability to shift the relative phase between Vi and Vr is need to maximize 
the signal. Additionally, sometimes what is needed in a measurement is the phase shift between the reference and 
input signals. To meet these needs a cue is taken from dual-phase, lock-in amplifier JSl and in addition to our reference 
waveform a quadrature signal, which is just the reference waveform shifted by 90°, is generated. Both the in-phase, 
I = Via cos{uJrt) and quadrature Q = Vin sin(wri) mixed waveforms are used so that the phase ambiguity is removed 
by calculating the magnitude signal R = \/P and the phase difference between the input and reference signals 

is tan (j) = Qjl. The / and Q signals are what are sent from the Arduino to the host computer for filtering and display. 


D. Filtering and display 

Once the Arduino finishes runnin g thro ugh the waveform, it takes the collected data and sends it via USB to a 
computer running the Processing Processing is a programming language and development environment that 

was designed to make it easier for the arts community to become software literate. Like the Arduino, it has a vibrant 
community that has produced numerous tutorials, examples, and books that make learning Processing relatively easy. 
Processing is also a direct forebear of the Arduino development system and therefore makes it a natural fit with the 
Arduino side of this project. 

In this project the Processing sketch (Processing-talk for program) initiates serial communications with the Arduino 
and once communications are established, the Arduino sends the X and Y data to the Processing sketch. The 
Processing sketch applies a recursive, single-pole, low-pass filter?? to the array that is to be displayed . 
























































6 


R 



FIG. 4. Phase shifting circuit for testing the Arduino PSD. The op-amp used was a standard 741. Changing R 2 shifts the 
phase through 180 degrees. 


In general a recursive filter is given by 

y[n\ = aox[n] + aix[n — 1] + a 2 x[n — 2] + ... (5) 

-h biy[n - 1] + b 2 y[n - 2] + ..., (6) 

where y is the output of the hlter and x is the input data. For this project a single-pole hlter was used, so the only 
coefficients used are given by a single parameter Xdecay 


ttO — 1 ^decay 
bl — 3^decay 

x = e-^^f% (7) 

where fc is the time constant of the filter. Mathematically this filter is identical to a single-pole RC-hlter in 
electronics. The stronger the filtering, the better it is for lock-in detection, since inadequate filtering causes the 
output to oscillate at the reference frequency. Ref.^ has algorithms for calculating coefficients for higher-order filters 
with faster roll-off, single-pole hlters are limited to attenuations of 6dB/decade. 


V. TESTING 

To test this project a all-pass phase-shifter was built. Fig. shows the circuit used to test the Arduino. The 
voltage gain for this circuit is IV/V, so the amplitude of the output is unchanged with respect to the input voltage. 
The high-pass RC filter at the non-inverting terminal of the op-amp controls the amount of phase-shift at the output. 
At Wo = l/RC the phase-shift is 90° and changes by 90°/decade. By varying i? 2 , the 90° point shifts and moves our 
operating frequency along the phase plot. To test the Arduino PSD, the reference signal generated by the Arduino is 
sent to the input of the phase-shifting circuit. The output of the phase-shifting circuit becomes the input signal to 
the PSD. Fig. |V| shows the I signal, as displayed in the Processing sketch, as R 2 is varied. 


VI. CONCLUSIONS 

A phase-sensitive detector using an Arduino microcontroller has been described. The main design goal of the project 
was to make the PSD as self-contained as possible, namely that an external reference signal was not needed and that 
any phase corrections were unnecessary. Aside from the Arduino and a computer the only other hardware needed are 
a resistor and a capacitor. Furthermore the techniques used for this project can be used in other projects involving 
using the Arduino microcontroller as a standalone, low-cost, scientific instrument. The “bit-banging” technique is not 
limited to sine-waves, but can be used to output any synthesized waveform that may be required. More complicated 
waveforms can be created outside of the Arduino environment and loaded into the EEPROM allowing faster execution 
and freeing up regular memory.l^il 
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FIG. 5. The in-phase signal of the Arduino PSD as R 2 of the phase-shift test circuit is varied. 
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